Accuracy of a replication technique for biostereometric evaluation of clinical tooth wear.
The accuracy of a replication system for biostereometric analysis of denture tooth wear was examined. The differences observed were less than 0.32 per cent which serves to illustrate the degree of accuracy of this technique.